
 

ALEXANDROS INCORPORATED 
 BUILDING A BETTER TOMORROW TODAY 

 

 
For: Ameredev Operating, LLC  
2901 Via Fortuna 
Austin, Texas 78746 
 
Sample: Amen Corner CTB 
Sales Meter Run 
Crude Sample 
 
Date Sampled: 07/16/2022                                            Job Number: AC-62022-001 
 
STAIN TUBE METHOD - (GPA 2377)    
 

RESULTS 15 MINUTES AFTER INSTANT KILL DOSE - WELL OPTIMIZER 
METHOD   TEST      RESULT UNITS 
ASTM D4294  TOTAL SULFUR CONTENT   0            %MOL 
ASTM D5705  HYDROGEN SULFIDE CONTENT   0            PPMV 
ASTM D5291  CARBON DIOXIDE     0            %MOL 
 

 
FWG, Inc.                                  Job Number: AC-62022-001 
 
Sample Date:  7/16/2022                Ambient Air Temp: 101 °F  
Sample Time: 11:00AM Mountain        Heating Method Utilized: No  
Analysis Date: 06/14/2022                 Sampling Method: Fill & Empty  
Analysis Time: 60 seconds                       Device: Stain Tube 
Sample Pressure: N/A                   Make & Model: Honeywell/LP-1200 
 
 
Sampled By:  FWG, INC.  -  Jonathan King ________________________________ 
Phone: 512-661-6730 
Email: jon@futurewellgroup.com   
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ALEXANDROS INCORPORATED 
 BUILDING A BETTER TOMORROW TODAY 

 

INFORMATION BELOW FROM COA PROVIDED BY CLIENT 
For: Ameredev Operating, LLC 
 
Sample: Amen Corner CTB 
Sales Meter Run 
 
Date Sampled: 06/03/2022                          Job Number: 222196.010 
 
CHROMATOGRAPH EXTENDED ANALYSIS - GPA 2286    
*Hydrogen Sulfide tested on location by:   Stain Tube Method (GPA 2377) 1698.1 Gr/100 
CF, 27000 PPMV or 2.700 Mol % 

-Normalized 
COMPONENT  Mol%  MOL% GPM 
Hydrogen Sulfide*    2.700  
Sulphur   N/T*  N/T*  
Carbon Dioxide  5.023  5.170  

 
Base Conditions: 14.650 PSI & 60 Deg F 
 
Sampled By: (16)EG/RE                       Certified: FESCO, Ltd.  -  Alice, Texas Analyst: RG 
Processor: HB 
Cylinder ID: T-5689                                 Conan Pierce 361-661-7015 
 
Sample Date: 06/03/2022                Ambient Air Temp: 81 °F Sample 
Time: 11:15                  Heating Method Utilized: Yes  
Analysis Date: 06/14/2022                Sampling Method: Fill & Empty  
Analysis Time: 19:41                         Device: (GC) S16 
Sample Pressure: 79 psig                   Make & Model: Shimadzu GC 2014 
Sample Temp: 88 °F                 Last Verification Date: 06/09/2022 
Sampling Flow Rate: 8403 MCF/D 
*Not Tested 
 
Sincerely, 

______ 
Markos Joseph Fuson 
Chief Executive Officer 
Alexandros, Inc.  
3700 Fredericksburg Road, Suite 245 
San Antonio, TX 78201  
USA 
Email: markos.fuson@alexandroinc.com  
Direct Phone: +1 (310) 890-3207 
www.alexandrosinc.com 
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